Easy cleaning of the scope's lens in a syringe to prevent condensation during laparoscopic surgery.
Condensation on the scope's lens resulting from differences between room temperature and intraabdominal temperature is a disturbing problem for laparoscopic surgeons. Anti lens condensation solutions prevent fogging in the intraabdominal environment but are troublesome to apply to the scope. A simple method of cleaning the lens with a syringe is reported. The described procedure appears to be a very simple, cheap, and effective technique for preventing condensation on the scope lens. The use of a simple syringe can prevent bothersome condensation on the scope lens during laparoscopic surgery.